[Measurement method and determination accuracy of the critical frequency of light flashing].
The influence of a measurement method on an accuracy of determining the critical frequency of light flashing was investigated. The least incidental contributing error of measurements was found for the method based to be on progressive approximation with discrete changes of the frequency of light flashing made at the final measurement stage.